[General approach to designing a device for artificial blood circulation].
The systems approach to constructing extracorporeal circulation equipment enhances the university of this equipment by interchangeable choice of its structure, functional parameters and constructive implementation. The authors propose to use in the extracorporeal circulation equipment two (two- and four-pump) perfusion units with two types of constructively interchangeable perfusion pumps of various capacity.